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Abstract 
Objective: Stenting is one of the major treatments for malignant esophageal cancer. 
However, stent migration compromises clinical outcomes. A flared end design of 
the stent diminishes its migration. The goal of this work is to quantitatively char-
acterize stent migration to develop new strategies for better clinical outcomes. 
Methods: An esophageal stent with flared ends and a straight counterpart were vir-
tually deployed in an esophagus with asymmetric stricture using the finite ele-
ment method. The resulted esophagus shape, wall stress, and migration resistance 
force of the stent were quantified and compared. 
Results: The lumen gain for both the flared stent and the straight one exhibited no 
significant difference. The flared stent induced a significantly larger contact force 
and thus a larger stress onto the esophagus wall. In addition, more migration re-
sistance force was required to pull the flared stent through the esophagus. This 
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force was inversely related to the occurrence rate of stent migration. A doubled 
strut diameter also increased the migration resistance force by approximately 56%. 
An increased friction coefficient from 0.1 to 0.3 also boosted the migration resis-
tance force by approximately 39%. 
Summary: The mechanical advantage of the flared stent was unveiled by the signif-
icantly increased contact force, which provided the anchoring effect to resist stent 
migration. Both the strut diameter and friction coefficient positively correlated 
with the migration resistance force, and thus the occurrence of stent migration. 
Keywords: Migration, Esophageal stent, Flared, Finite element method, Stent design 
1. Introduction 
Esophageal cancer (EC) is the sixth most common cancer and rarely cur-
able with high morbidity and mortality all over the world [1]. Mostly, 
the patients suffering from EC are diagnosed at later or advanced stage, 
which are unfavorable for surgical resection. The survival rate of patients 
accepting surgical resection is poor with a 5-year survival of 15–34% [2]. 
Moreover, palliative care of serious illness like malignant stricture is to 
relieve the symptoms but unable to inhibit the tumor cells, which is the 
prime concern in curing EC [3]. Stent, a mesh structure serving as a scaf-
fold to open the palliate esophageal stricture and relieve dysphagia, is 
becoming a common EC treatment option for improving the quality of 
life of patients [4]. Various self-expanding metal stents have been devel-
oped for this purpose. Major complications include stent migration, tu-
mor ingrowth, and tissue perforation [5,6]. Homann et al. [7] investigated 
164 self-expanding stents implanted in malignant strictures of the esoph-
agus or the esophagogastric junction, and observed more stent migra-
tion and fewer food impactions in patients implanted with covered stents 
than with uncovered ones. Most existing efforts focus on the covered 
materials [8] and their anchoring technique [9]. For example, the endo-
scopic clip at the upper flare of the covered esophageal stent was con-
sidered as one promising means to reduce stent migration [9]. 
The stent shape was also considered as an important factor influenc-
ing stent migration. The most common implementation in the design 
of esophageal stents was the relatively wider proximal and distal ends, 
which were used to increase the radial force and reduce the risk of stent 
migration [10]. Sharma et al. [11] have conducted a critical review of the 
efficacy of esophageal stents and implied that the underlying mecha-
nism of stent migration and tumor in-growth could be clarified quanti-
tatively. Garbey et al. [12] developed a simplified mathematical model 
to study the influence of flares design, stent length as well as the radial 
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and longitudinal stiffness on the esophageal stent migration. Kajzar et al. 
[13] illustrated the mechanics of the stent–esophagus system with focus 
on the crimping and expansion of esophageal stent. Even though Park et 
al. [5] classified four levels of stent migration in patients with malignant 
esophageal stricture, the underlying mechanisms of stent migration away 
from the esophageal stricture, especially the initiation process, remained 
to be elucidated. Moreover, the quantitative study of stent-esophagus 
interaction for evaluating stent migration was lacking [14], nonetheless 
computational modeling of stents has been extensively used for design 
and analysis [15–18]. Specifically, layered esophageal wall were modeled 
to illustrate the mechanics of the gastroesophageal junction [19] and the 
interface mechanics between the muscle layer and the mucosa–submu-
cosa layer [20]. 
The goal of this work is to characterize the interactions between the 
stent and esophagus, to shed light on the mechanism of stent migra-
tion as well as to design better esophageal stents. We utilized the finite 
element approach to depict and compare the mechanics of the esopha-
gus with a malignant stricture, after implantation of self-expanding niti-
nol stents, with and without flared ends. Following the stent deployment 
in the esophagus, the lumen gain, strut malapposition, Von Mises stress 
distributions on the wall of the esophagus, and radial contact force be-
tween the stent and esophagus were evaluated for both stents. More-
over, both stents were pulled longitudinally at one end to mimic the 
worst-case scenario for stent migration. The dynamic sliding forces ver-
sus the stent displacements were monitored. The obtained results might 
lead to better design of the next-generation esophageal stents with re-
duced migration rate. 
2. Materials and methods 
A three-dimensional geometry of the WallFlex stent (Boston Scientific, 
Massachusetts, USA) with and without flared ends was constructed as 
shown in Fig. 1. For the stent without flared ends, the total length was 100 
mm and the outer diameter was 18.22 mm. For the flared stent, the mid-
dle section had the same diameter as the straight stent with a length of 64 
mm, while the flared ends had a diameter of 24.22 mm with a length of 9 
mm at each end. Both esophageal stents were braided using 28-strand of 
wires with the diameter of 0.4 mm and pitch angle of 45° [11]. 
The esophagus was assumed to be a uniform cylinder with a length 
of 150 mm, an inner diameter of 16 mm, and a wall thickness of 3 mm 
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[14]. The simplified esophagus tube has been used for understanding 
the food transport [21], and stent-esophagus system [13]. The eccentric- 
shaped tumor with a maximum thickness ratio of 2:1 spanned across the 
60 mm of esophagus and resulted in a minimum lumen diameter of 6 
mm, i.e., a diametrical stenosis ratio of 62.5% (Fig. 1b). The tumor length 
was shorter than the middle section of the flared stent, and this war-
ranted the same stent-tumor interaction for both stent deployments. Af-
ter preliminary simulations, we constructed half of the model by apply-
ing symmetry boundary conditions along the z plane (Uz=URx=URy=0) 
in order to reduce the computational time. 
The stent was made of nitinol which underwent phase transformation 
between austenite and martensite during one loading cycle [22]. The su-
perelastic behavior of shape memory alloys can be simply understood 
as the phase transformation of austenite and martensite under stress. 
Based on free energy function and dissipation potential, the model is as-
sumed that there is a relationship between the martensitic constant φM 
and the austenite constant φA: 
φM + φA = 1                                           (1) 
The elastic modulus of Nitinol can be represented as a linear function 
of martensite volume fraction 
Ef = φM EM + (1 − φM )EA                                   (2) 
where Ef , EM and EA are the elastic modulus of alloy, martensite and aus-
tenite, respectively. 
Fig. 1. (A) Configurations of the flared stent and straight one; (b) Tumor restricted 
Esophagus. 
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The stress-strain relation is given according to the generalized Hooke’s 
law as follows: 
σf = Cf (ε − α (T − T0) − εtr)                                (3) 
where ε is the total strain the SMA, T0 is the reference temperature, εtr is 
the phase transformation strain, α is the thermal coefficient, σf and Cf are 
the stress and elastic tensor, respectively. Therefore, an incremental con-
stitutive law can be expressed as: 
Δσf = Cf (φM)(Δε − α (φM)ΔT − ωΔφM)                      (4) 
  The main parameters of the constitutive model of nitinol alloy under 
isothermal conditions were listed in Table 1 [23]. The constitutive model 
was implemented through a built-in ABAQUS user material subroutine 
(UMAT) [24]. 
The hyperelastic behavior of the tissue, including both esophagus and 
tumor, were adopted from the published experimental datasets [23,25], 
which were fitted using the reduced polynomial constitutive equation 
below: 
                                                                             3
U = Σ Cij (I1 – 3)i (I2 – 3) j                                                     (5) 
                                                                           
i, j=1
where, I1 and I2 are the first and second invariants of the Cauchy-Green 
tensor and 
I1 = λ12  + λ22 + λ32                                           (6) 
I2 = 1/λ12 + 1/λ22 + 1/λ32                                                 (7) 
The obtained material coefficients Cij are listed in Table 2. 
Table 1. Material constants of Nitinol. 
Property  Value  Definition 
EA  50 GPa  Austenite elasticity 
EM  37 GPa  Martensite elasticity 
σMs  400 MPa  Starting transformation stress of loading 
σMf  650 MPa  End transformation stress of loading 
σAs  350 MPa  Starting transformation stress of unloading 
σAf  80 MPa  End transformation stress of unloading 
εL  0.055  Maximum residual strain  
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The stent crimping process was simulated by applying radial inward 
displacement on the outer surface of the stent. The self-expanding pro-
cess was captured by removing the displacement constrains. No relative 
movement between braided wires was allowed to mimic the role of the 
cover on the stent. The residual stresses of the esophagus tissue under 
physiological loading conditions were not considered for this compara-
tive study [26]. The friction coefficient of 0.1 was adopted for the contact 
between the stent wires and tissue [27]. The mesh convergence study 
was conducted, and the esophagus and tumor was meshed with 125,000 
and 21,456 elements (C3D8R), respectively. The stent was constructed by 
11,200 B31 elements which are two-node elements with one integration 
point in the middle and have been used for modeling of stents [28,29]. 
Following the stent deployment in the esophagus, a longitudinal dis-
placement of 60mm was prescribed on the left end of the stent till it slid 
through the esophagus. The required sliding force during the sliding pro-
cess was monitored. 
3. Results 
3.1. Interactions among stent, tumor and esophagus 
Stent lumen enlargement and stress distribution are shown in Fig. 2. The 
minimal lumen diameter increased from 6mm to 17.15 mm and 16.91mm 
for the flared stent and straight one, respectively. The stent ends resulted 
in an increased lumen diameter from 16 mm to 24.09 mm and 18.06 mm 
for the flared stent and straight one, respectively. The incomplete stent 
strut apposition, also referred to as malapposition, was characterized by 
the area of the non-contact region between the stent and tissue. The 
malapposition area was 532.80 mm2 and 171.04 mm2 for the flared stent 
Table 2. Material coefficients of both esophagus and tumor (units: MPa). 
Esophagus (Based on the axil testing of mucosa)  C10= −0.0268 
 C01= 0.0479 
 C20= 0.81218 
 C11= −1.7233 
 C02= 0.98173 
Tumor  C10= 0.039 
 C20= 0.0031 
 C30= 0.02976   
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and the straight one, respectively. The corresponding maximum gap be-
tween the stent and the tissue was 2.29 mm and 0.746 mm for the flared 
and straight stents, respectively. It is clear that the flared stent induced 
more malapposition compared to the straight one. 
The Von Mises stress concentration in the esophagus was located in 
the middle of the tissue, specifically at the narrowest lumen region, re-
gardless of stent design. The peak stress on the esophageal wall was ap-
proximately 520 kPa induced by the straight stent and 530 kPa by the 
flared stent. The stress distributions on the middle region of the stented 
esophagus were similar for both stents. However, the Von Mises stress 
at the flared-end region was up to 410 kPa, which was much higher than 
that induced by the straight stent. The peak stress of esophagus was 
within the reported ultimate tensile strength of muscle layer, i.e., 425–
530 kPa [30]. 
3.2. Migration dynamics 
The dynamics of stent migration were studied by pulling both expanded 
stents out of the esophagus as illustrated in Fig. 3. The anchoring ef-
fect of the flared end and straight one is demonstrated using snapshots. 
As the right end of the stent was about to pass the narrowest tumor 
Fig. 2. Stress distribution on the esophageal wall induced by flared stent or (top) 
or straight one (bottom). 
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location, the maximum pulling force, also referred to as the migration 
resistance force, occurred for both stents. Afterward, a decline in the 
magnitude of force was observable when the stent was leaving the tu-
mor region. 
During the pulling, the contact forces at the stent-tissue interface 
were monitored as shown in Fig. 4. The contact force here excluded the 
middle section of both stents with a length of 64 mm due to the mini-
mal variations between stents. Clearly, the flared ends induced a higher 
contact force than the straight one. Before the stent migration initiated 
at 0.04 s, the contact forces were 31.5 N for the flared stent and 6.6 
N for the straight one. The pulling motion dramatically increased the 
Fig. 3. Snapshots of pulling both (a) flared stent and (b) straight stent, representing 
the initial configuration (A and A*) and peak resistance force (B and B*). 
Fig. 4. Contact force time history for both flared and straight stents.  
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corresponding contact force up to 741 N and 273 N, respectively. Con-
sidering the flared end was only half the length of the straight one, the 
flared end design boosted the contact even more. The higher contact 
force implied a larger migration resistance potential. 
Fig. 5 depicts the migration resistance force during the pulling pro-
cess. The flared stent exhibited a sharp increase in the migration resis-
tance force. After reaching the peak magnitude, i.e., overcoming the tu-
mor edges (Fig. 3), an abrupt decline in resistance force was observed. 
The uniformity of the straight stent resulted in the gradual change in 
the migration resistance force. In addition, the peak migration resis-
tance force for the flared and straight stents were 535 N and 310 N, re-
spectively. This indicated that the required axial load to move the flared 
stent through the esophagus is 72.5% higher than that for the straight 
stent. In addition, the anchoring effect could be calculated as the elastic 
strain energy, which was 9 J and 4.8 J for the flared and straight stents, 
respectively. 
The role of the nitinol wire diameter and the friction coefficient be-
tween stent wires and tissue on the migration resistance force were de-
picted to facilitate a better design of the stents (Fig. 6). The wire diame-
ter impacted the migration force dramatically. Specifically, the migration 
resistance force of the stent with a wire diameter of 0.6mm was 834 N 
which is 56.5% and 164% greater than that for the stents with wire diam-
eters of 0.4mm and 0.3 mm, respectively. Moreover, the peak migration 
Fig. 5. The migration resistance force in relation to the migration distance of stents. 
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force was delayed with a thinner wire. This could be explained by the ri-
gidity of the stent, which was reduced with a thinner wire. 
The friction coefficient between the wires and tissue also influenced 
the migration risk of the stents. The migration resistance responses dem-
onstrated the same trend. The maximum migration resistance forces for 
the friction coefficients of 0.1, 0.2 and 0.3 were 535 N, 639.42 N and 
741.91 N, respectively. A larger friction coefficient of 0.3 caused 38.67% 
enhancement of the migration resistance force, compared to the coef-
ficient of 0.1. 
Fig. 6. The migration resistance force of the flared stent in response to the wire di-
ameter (Top) and the friction coefficient between stent wires and tissue (bottom). 
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4. Discussion 
Esophageal stent insertion provides a substantial advantage in the man-
agement of dysphagia in patients with malignant esophageal obstruc-
tion. However, stenting complications compromise the quality of the 
patient’s life. Stent migration is one of the major complications asso-
ciated with esophageal stent implantations [31–33]. Fig. 7 illustrates 
that the esophageal covered stent migrated downward 1 cm after 20 
days of placement for treating the gastroesophageal anastomotic fis-
tula of a 65-year old male patient. The informed consent was obtained 
from the patient to showing the image, which was achieved from dig-
ital subtraction angiography (DSA) during stenting procedure. Despite 
the extensive clinical observations regarding esophageal stent compli-
cations, there are limited studies on the mechanistic understanding of 
stent migration. 
This motivated us to test the role of flared ends, braided wire diam-
eter, and the friction coefficient between wires and tissue on stent mi-
gration. We utilized the finite element method, which has the advantage 
of replicating the physical problems with low-cost complex geometry, 
compared to both experimental tests and analytical methods. Exper-
imental tests are usually expensive to conduct and difficult to isolate 
specific parameters. Analytical methods are limited to idealized geom-
etries and boundary conditions. In this work, we have constructed finite 
Fig. 7. Digital subtraction angiography of the esophageal stent placement (a) and 
migration down 1 cm after 20 days (b).
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element models to simulate the deployment of stents in the esopha-
gus and then applied axial loading to characterize the migration risk 
of the stents. 
Our modeling framework was validated against the published exper-
imental data of a braided self-expandable Wallstent (Boston Scientific, 
Natick, MA) by Jedwab and Clerc [34]. The aforementioned modeling 
techniques were used to construct a braided Wallstent with a nomi-
nal length of 87.5 mm, braiding strand number of 24, braiding angle of 
30.85°, strand diameter of 0.22 mm, and outer diameter of 17.15 mm. 
The stent was made of Cobalt-Chromium-Nickel (Co-Cr-Ni) alloy with 
a Young’s modulus of 206 GPa, shear modulus of 81.5 GPa, and yield 
strength of 2.5 GPa. Our simulation of the axial tension of the stent 
agreed very well with the experimental and theoretical data (Fig. 8). 
Following the validation, our model could be used to delineate the in-
teraction between the stents and tissue and to predict the tendency of 
stent migration. 
Our results have demonstrated that the flared ends induced a much 
larger radial contact force (Fig. 4). Following stent deployment, the con-
tact force of the flared ends was 4.77 times more than that of the straight 
ones. The contact force of the flared ends per unit length was 9.54 times 
larger than that of the straight ones. This could be explained by over-
stretch of the esophageal wall at the flared ends. This implied that the 
flared ends serve as anchors to maintain the deployment location and 
mitigate stent migration. However, larger contact force led to higher 
Fig. 8. Axial tension load of a braided stent in relation to the stent length.    
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stresses on the esophageal wall for both stents. This might cause the 
esophagus damage and failure. Stavropoulou et al. [35] studied the fail-
ure criteria for mucosa-submucosa and muscle layers of esophagus. The 
ultimate tensile strength of mucosa-submucosa and muscle layers were 
reported as 1149 kPa and 425–530 kPa, respectively. The stronger mu-
cosa-submucosa layer was associated with its higher collagen content. 
The higher peak stress of esophagus induced by flared stent could lead 
to a higher probability of tissue damage. 
During the axial pulling of the stent through the esophagus, the ra-
dial contact force increased dramatically for both stents. However, the 
relative difference between the flared stent and the straight one was re-
duced to a ratio of 2.71. This could indicate that the peristaltic contrac-
tion that pushes the food through the esophagus might appreciate the 
flared stent less. The esophageal contraction is usually preceded by a 
transient variations of pressure in radial and longitudinal directions. This 
may represent tongue or laryngeal movement or changes in respiration 
coincident with the initiation of the swallow [36]. Even though the per-
istaltic contraction was essential for bolus transport through esopha-
gus tube [37,38], it could be simplified as the axial pulling of the stent 
through the esophagus for the comparative study of the migration risk. 
During the pulling of the stents, much more work was required to ini-
tiate sliding of the flared stent than the straight one (Fig. 5). In addition, 
the straight stent sliding initiated gradually, and the flared stent exhib-
ited a sharp resistance force with a larger magnitude. Again, this was due 
to the anchoring effect of the flared ends. 
Our results provided the quantitative datasets for better understand-
ing the observations in both clinical trials and animal studies. Els et al. 
[33] examined 46 patients and found that flared stents mitigated stent 
migration. The rabbit study also demonstrated that a flared prostatic 
stent helped to reduce migration compared to its straight counterpart 
[39]. 
Various sizes of wires have been used to braid the stent. Our results 
have shown that a doubled wire diameter increased the migration resis-
tance force by 1.64 times. This indicates that a thicker wire for the stent 
could be adopted for reduced probability of migration. This could be ex-
plained by increased rigidity of the stent when fabricated using thicker 
wires. More stretch along the esophagus length would be expected at 
the same pulling load. 
We also tested how the friction coefficient between stent wires and 
tissue affects the migration resistance since this coefficient was rarely 
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reported. Usually an assumed value was adopted [14]. It was found that 
the friction coefficient has a considerable impact on the risk of stent mi-
gration. If we tripled the friction coefficient, the peak migration resis-
tance force was 38.67% larger. This indicated that the surface treatment 
of the stent wires, or struts, for increasing the friction coefficient, could 
also prevent the risk of stent migration. 
In the present model, the relative movement of the braided wires was 
constrained using tie command at contact surfaces to mimic the cov-
ering effect commonly used in commercial esophageal stents. The ana-
tomical details of the esophagus including the stellate appearance of the 
inner esophageal layer [14] was simplified as an esophagus tube with a 
friction coefficient. A range of friction coefficients were used depending 
on relative movement between the stent and the esophageal wall [22]. 
A larger friction coefficient was commonly associated with the less mi-
gration risk. The feasibility of the model was validated in our previous 
work [40,41]. The esophagus was modeled as a one-layer tube [13,42], 
although it is assumed as two layer [43,44] or three layer wall [45] de-
pending on the aim of the study. The detailed configurations of esoph-
ageal wall could alter our results in terms of magnitudes, but the com-
parative results between two stent designs was expected to be the same. 
The material properties of the esophagus and cancerous tissue were as-
sumed to be homogeneous isotropic materials, although they are aniso-
tropic [46]. The perfect plasticity for cancerous tissue was assumed due 
to lack of experimental data. More realistic models considering patient-
specific geometry and anisotropic three-layered esophageal wall proper-
ties would change the contact force and the migration resistance force. 
The existence of pre-stretch along axial and circumferential directions at 
physiological conditions [26] as well as the esophageal muscle contrac-
tion were not explicitly incorporated in our model, we speculate that the 
both pre-stretch and wall contraction were associated with the reduced 
friction between stent and esophagus, and thus a higher migration rate. 
Despite these simplifications, this work demonstrated the importance 
of the stent design on the risk of migration, which might have signifi-
cant clinical implications. This work could be used to provide a funda-
mental understanding of the behavior and impact of stent design on the 
esophageal wall, provide guidance for optimizing stent shape and sur-
face profiles, and illuminate the possibilities for exploiting their poten-
tial to prevent migration.     
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